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TUNNEL EFFECT MEASURING SYSTEMS AND 
PARTICLE DETECTORS 


DESCRIPTION 5 


The invention described herein was made in the per- 
formance of work under a NASA contract, and is sub- 
ject to the provisions of Public Law 96-517 (35 USC 
202) in which the Contractor has elected to retain title. 

CROSS-REFERENCE 


10 


This is a continuation-in-part of application Ser. No. 
07/118,733, filed Nov. 9, 1987 for Tunnel Effect Mea- 
suring Systems and Particle Detectors, assigned to the 
common assignee now abandoned and herewith incor- 15 
porated by reference herein. 


BACKGROUND OF THE INVENTION 

The present invention relates to sensors, measuring 
systems, particle detectors, and to new uses of tunnel 20 
effect systems and devices and to physical manifesta- 
tions of such new uses, and, more specifically, to meth- 
ods and apparatus for measuring gravitational and iner- 
tial forces, including accelerometers, position sensors, 
particle detectors, acoustic wave detectors, micro- 25 
phones, and the like. 

INFORMATION DISCLOSURE STATEMENT 

The following disclosure statement is made pursuant 
to the duty of disclosure imposed by law and formu- 30 
lated in 37 CFR 1.56(a). No representation is hereby 
made that information thus disclosed in fact constitutes 
prior art, inasmuch as 37 CFR 1.56(a) relies on a materi- 
ality concept which depends on uncertain and inevita- 
bly subjective elements of substantial likelihood and 35 
reasonableness and inasmuch as a growing attitude ap- 
pears to require citation of material which might lead to 
a discovery of pertinent material though not necessarily 
being of itself pertinent. Also, the following comments 
contain conclusions and observations which have only 40 
been drawn or become apparent after conception of the 
subject invention or which contrast the subject inven- 
tion or its merits against the background of develop- 
ments which may be subsequent in time or priority. 

For several decades electron tunneling devices have 45 
been used as signal detectors for electromagnetic radia- 
tion, as microwave signal sources, and as digital switch- 
ing elements. Historically, electron tunneling appeared 
only in devices where a thin tunnel “barrier” insulator 
was trapped between two conducting electrodes. 50 

The barrier thickness in tunnel devices is 1-10 atomic 
diameters. Tunnel devices, therefore, have been limited 
in application due to the difficulty of preparing reliable, 
thin tunnel barriers. 

The invention of the Scanning Tunneling Microscope 55 
(STM) has enabled electron tunneling between two 
conductors separated only by vacuum, gas, or liquid. 
The STM technology breakthrough allows the separa- 
tion of tunnel electrodes to be held constant under elec- 
tromechanical control at 5-10 A with a tolerance of 60 
10- 2 -10- 4 A. 

However, the subject invention should be distin- 
guished from Scanning Tunneling Microscopy (STM), 
even though embodiments thereof may in part use simi- 
lar instrumentation. STM sprang from efforts to charac- 65 
terize the topography of surfaces at the atomic level, 
manifesting themselves initially in the so-called “topo- 
grafiner” developed by Russell Young, John Ward and 
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Fredric Scire, as apparent from their article entitled The 
Topografiner : An Instrument for Measuring Surface Mi - 
crotopography , Rev. Sci. Instrum., 1972, 43, 999. The 
topografiner produced real space images of irregular 
surfaces. Since the topografiner achieved lateral resolu- 
tions on the order of 4000 A and surface normal resolu- 
tions of 30-40 A, it was a notable development of the 
past six years when Binnig et al. overcame various sta- 
bility problems and demonstrated the first scanning 
tunneling microscope which achieved lateral resolu- 
tions on the order of tens of angstroms, with angstrom 
resolution normal to the surface. Early STM designs 
went to great lengths to achieve tunneling gap stability. 
As apparent from their article entitled Tunneling 
Through A Controllable Vacuum Gap , G. Binnig, H. 
Rohrer, Ch. Gerber, and E. Weibel, Appl. Phys. Lett., 
1982 40, 178, demonstrated tunneling from a W tip to a 
Pt surface with an STM in a vacuum chamber on a 
stone bench “floating” on inflated rubber tubes. 

Internal vibrations were filtered out by magnetic 
levitation over a superconducting bowl of Pb which 
was superinsulated and cooled directly by liquid He. 
Subsequently, tunneling current has been demonstrated 
with less elaborate STM units. The key is structural 
rigidity of the tip-sample connection which forces any 
external vibrations to move tip and sample identically 
and simultaneously. There now are STM’s with lateral 
resolutions of less than 5 A and normal resolutions of 
hundredths of angstroms. 

In an article entitled Atomic Force Microscope , Phys. 
Rev. Lett., 1986, 56, 930, Drs. G. Binnig, C. F. Quate 
and Ch. Gerber proposed measurement of ultrasmall 
forces on particles as small as single atoms by monitor- 
ing the elastic deformation of various types of springs 
with their scanning tunneling microscope. By way of 
background, they pointed out that it has been a common 
practice to use the displacement of springs as a measure 
of force, and that previous methods have relied on elec- 
trostatic fields, magnetostatic fields, optical waves, and 
x-rays. They also commented that SQUIDs are super- 
conducting elements that measure the expulsion of mag- 
netic fields in variable-inductance devices, and that 
have been used in gravity gradiometers to measure 
displacements of 10~ 6 A. Others in their work with van 
der Waals forces have used optical^ interference meth- 
ods to measure displacements of 1 A. Their effort simi- 
larly was concerned with penetrating the regime of 
interatomic forces between single atoms and they pro- 
posed their atomic force microscope (AFM) as a new 
tool designed to exploit that level of sensitivity, en- 
abling investigation of both conductors and insulators 
on an atomic scale. They envisioned a general-purpose 
device that will measure any type of force; not only the 
interatomic forces, but electromagnetic forces as well. 
However, the atomic force microscope actually dis- 
closed in that article is a combination of the principles 
of the scanning tunneling microscope and the stylus 
profilometer. 

In their proposed first mode, they modulated the 
sample in the z-direction at its resonant frequency (5.8 
kHz). The force between the sample and the diamond 
stylus — the small force that they want to measure — de- 
flects the lever holding the stylus. In turn, this modu- 
lates the tunneling current which is used to control the 
AFM-feedback circuit and maintain the force f 0 at a 
constant level. 
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In their second and third modes, the lever carrying 
the diamond stylus is driven at its resonant frequency in 
the z-direction with an amplitude of 0.1 to 10 A. The 
force, fo, between sample and stylus changes the reso- 
nant frequency of the lever. This changes both the am- 5 
plitude and phase of the ac modulation of the tunneling 
current. Either of these can be used as a signal to drive 
the feedback circuits. 

In the fourth mode they used one feedback circuit. It 
was connected to the AFM and it was controlled by the 10 
tunneling current in the STM. This system maintained 
the tunneling gap at a constant level by changing the 
force on the stylus. 

The fourth mode was further improved by reconnec- 
tion of both feedback circuits in such a way that the 1 5 
AFM sample and the STM tip were driven in opposite 
directions with a factor a less in amplitude for the STM 
tip. The value of a ranged from 10 to 1000. 

In contrast to previous methods, the absolute value of 
fo, the force on the stylus, was not well defined except 2 
at the beginning of the measurement, even in the ab- 
sence of thermal drifts. However, they saw the limiting 
sensitivity of their instrument as far less than inter- 
atomic forces ranging from ionic bonds to van der ^ 
Waals bonds and down to perhaps 10~ 12 N for some of 
the weaker forces of surface reconstruction. Their 
AFM, therefore, should be able to measure all of the 
important forces that exist between the sample and 
adatoms on the stylus. 30 

They further pointed out that these forces also exist in 
the tunneling microscope itself and that they can have a 
strong influence on the data collected with the STM. 
Accordingly, they mentioned that the STM could be 
used as a force microscope in the mode they described 35 
by simply mounting the STM tip on a cantilever beam. 

Further background materials include another article 
by G. Binnig, H. Rohrer, Ch. Gerber and E. Weibel, of 
the IBM Zurich Research Laboratory, entitled Surface 
Studies By Scanning Tunneling Microscopy , Phys. Rev. ^ 
Lett., 1982, 49, 57, an article by U. Diirig, J. K. Gim- 
zewski and D. W. entitled Experimental Observation of 
Forces Acting During Scanning Tunneling Microscopy , 
Phys. Rev. Lett., 1986, 57, 2403, and another article on 
atomic force microscopy by Gary M. McClelland, Rag- 45 
nar Erlandsson and Shirley Chiang, entitled Atomic 
Force Microscopy: General Principles and a New Imple- 
mentation , accepted for publication in Review of 
Progress in Quantitative Non-Destructive Evaluation, 
Vol. 6, Plenum, New York (1987). 50 

An interesting design is apparent from an article by 
Ch. Gerber, G. Binnig, H. Fuchs, O. Marti and H. 
Rohrer, entitled Scanning Tunneling Microscope Com- 
bined With a Scanning Electron Microscope , Rev. Sci. 
Instrum., 1986, 57, 221, disclosing their “Pocket-Size” 55 
STM needing very little external vibration isolation. 

Scanning tunneling microscopy also has been described 
in an article thus entitled by G. Binnig and H. Rohrer, 
published in Helvetica Physica Acta, Vol. 55 (1982) 
726-735. The atomic force microscope and method for 60 
imaging surfaces with atomic resolution is described in 
Dr. Binnig’s U.S. Pat. No. 4,724,318, issued Feb. 9, 
1988. A low-energy scanning transmission electron 
microscope is disclosed in U.S. Pat. No. 4,618,767, by 
David A. Smith and Oliver C. Wells, and issued Oct. 21, 65 
1986. Tunnel and field effect carrier ballistic systems are 
disclosed in U.S. Pat. No. 4,823,004, by William J. Kai- 
ser and Douglas Bell, and issued Apr. 18, 1989. 
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In 1986, Drs. Binnig and Rohrer received the Nobel 
Prize in Physics for their above mentioned work. 

An overview has been published by Calvin F. Quate 
under the title of Vacuum tunneling: A new technique for 
microscopy , PHYS. TODAY (August 1986) 26-33, men- 
tioning inter alia topography, surface state studies, sur- 
face charge density measurements, catalytic reaction 
studies, and material deposition as present or prospec- 
tive fields of application. 

Despite those developments the need for an advanced 
sensor technology with high resolution and bandwidth 
continued to grow for applications in navigation, con- 
trol, pointing, tracking and testing of space and defense 
systems. The constraints of mass, volume, power and 
cost are prime concerns in nearly all applications. 

Sensors now in use for detection of acceleration, 
force, torque, strain, pressure, and other signals, rely on 
the electronic measurement of the displacement of sen- 
sor components in electrostatic, electromagnetic and 
piezoelectric devices. For example, acceleration is mea- 
sured by monitoring the displacement of a spring-sup- 
ported “proof mass” under acceleration of the sensor 
structure. The detection of displacement is typically by 
measurement of a variation in capacitance or induc- 
tance resulting from motion of the pendulum or cantile- 
ver. The need for high sensitivity in typical applications 
requires the use of large proof mass, bulky position 
detection components and high power consumption 
electronics. 

By way of comparison, reference may be had to an 
article by K. E. Petersen, A. Shartel, and N. F. Raley, 
entitled Micromechanical Accelerometer Integrated with 
MOS Detection Circuitry , IEEE Trans. Electron De- 
vices, ED-29, 23 (1982), describing a micro-accelerome- 
ter based on capacitive-position detection using a can- 
tilever-supported proof mass having a deflection sensi- 
tivity of 680 Angstroms per g of acceleration. The ca- 
pacitive signal of that device changed by only 0.5 per- 
cent for a 1 g change in acceleration. 

In contrast, an improvement of orders of magnitude 
in sensitivity is required to provide the kind of system 
sensitivity, system bandwidth and/or reduction in sen- 
sor volume increasingly needed in advanced applica- 
tions. 

Preferably, any advance in sensor technology should 
be compatible with the capabilities of existing Si mi- 
cromachining techniques. Reference may in this respect 
be had to articles by K. E. Petersen, entitled Dynamic 
Micromechanics on Silicon: Techniques and Devices, 
IEEE Trans. Electron Devices, ED-25, 1241 (1978), 
and Silicon as a Mechanical Material , Proceedings of the 
IEEE, Vol. 70 (May 1982) 420, describing production 
of components from single-crystal silicon, and to an 
article by F. Rudolf, A. Jomod and Philip Bencze, 
entitled Silicon Microaccelerometer, 395, describing man- 
ufacture of a capacitive servoaccelerometer, employing 
a force balancing loop in a linearizing circuit. 

Apparatus and method for measuring specific force 
and angular rate are disclosed in U.S. Pat. No. 
4,445,376, by S. J. Merhav, issued May 1, 1984. 

Tunneling Susceptometry has been disclosed in U.S. 
Pat. No. 4,861,990, by T. R. Coley, issued Aug. 29, 
1989, and describing use of tunneling phenomena in 
determining susceptability of material samples to mag- 
netic, electrostatic or other fields. 

The difficulty of work in this area is illustrated by 
U.S. Pat. No. 4,638,669, by Stephen Y. Chou, issued 
Jan. 27, 1987 for a so-called “Quantum Tunneling Canti- 
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lever Accelerometer.” While that accelerometer was 
capable of providing an output potentially superior to 
outputs of prior-art capacitive accelerometers, it was 
discovered in 1989 that Dr. Chou’s accelerometer is in 
fact an improved capacitive accelerometer in which no 
discernible electron tunneling can take place. Accord- 
ingly, Dr. Chou used a pulse generator for energization, 
and avoided the need for a feedback loop or servo sys- 
tem by isolating his electrode. 

SUMMARY OF THE INVENTION 

It is a general object of this invention to overcome the 
disadvantages and to meet the needs expressed or im- 
plicit in the above Information Disclosure Statement or 
in other parts hereof. 

It is a germane object of this invention to provide 
improved sensors and measuring systems. 

It is also an object of this invention to provide new 
applications and utility for electron tunneling. 

It is a related object of this invention to provide a new 
class of microsensors using electron tunneling position 
or force detection. 

It is also a related object of this invention to provide 
new methods and apparatus for measuring gravitational 
and inertial forces. 

It is also a related object of this invention to provide 
new position sensors and position sensing methods. 

It is also a related object of this invention to provide 
new particle detectors and particle detecting methods. 

It is also a related object of this invention to provide 
new acoustic wave detectors and detecting methods. 

It is also a related object of this invention to provide 
new hypersensitive microphones. 

It is also a related object of this invention to provide 
new infrared and other radiation detecting methods and 
apparatus. 

It is also a related object of this invention to provide 
new magnetometer and similar apparatus. 

It is also an object of this invention to provide new 
uses for basically known or obvious devices or appara- 
tus. 

Other objects will become apparent in the further 
course of this disclosure. 

The invention resides in methods and apparatus for 
determining a position of an object in space, comprising 
in combination the steps of or means for providing an 
electric tunneling current through a tunneling gap be- 
tween an electrode and the object in space, determining 
a position of that object in space when providing the 
electric tunneling current through a tunneling gap be- 
tween an electrode and that object in space, varying the 
gap with a gravitational force acting on the object by 
changing that object in position to induce a correspond- 
ing variation in an electrical property of the gap relating 
to the tunneling current, and determining the direction 
of the gravitational force relative to the object from that 
corresponding variation in that electrical property and 
thereby the changed position of the object in space. 

The invention resides also in methods and apparatus 
for determining a position of an object in space, com- 
prising in combination a constant voltage or constant 
current source, and the steps of or means for deriving 
from that constant voltage or current source an electric 
tunneling current through a tunneling gap between an 
electrode and the object in space, determining a first 
position of that object in space from an electrical prop- 
erty of that gap relating to the tunneling current, chang- 
ing the object in position to induce a variation in the gap 
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and in the electrical property, determining a change in 
voltage caused by flow of current from the source to 
the gap in response to that gap variation, and determin- 
ing the changed position of the object from that change 
5 in voltage. 

The invention resides also in methods of determining 
a position of an object in space, comprising in combina- 
tion the steps of providing an elastic beam for suspend- 
ing that object, making that elastic beam deflectable by 
10 an electrostatic feedback signal, providing a tunneling 
gap between a tunneling tip and an electrode, connect- 
ing one of that tunneling tip and that electrode to the 
elastic beam, providing an electric tunneling current 
through the tunneling gap between the tunneling tip 
15 and the electrode, determining a position of said object 
in space when providing said electric tunneling current, 
deflecting the elastic beam with a gravitational force 
acting on said object by changing said object in position 
to provide a corresponding variation in an electrical 
20 property of the gap relating to the tunneling current, 
providing a servo loop responding to that variation in 
that electrical property, deriving the electrostatic feed- 
back signal from the servo loop, restoring the deflected 
beam in position with the derived electrostatic feedback 
25 signal, providing a servo loop output signal indicative 
of said force, and determining the direction of the gravi- 
tational force relative to the object from the corre- 
sponding variation in the electrical property and 
thereby the changed position of the object in space. 

30 The invention resides also in apparatus for determin- 
ing a position of an object in space comprising in combi- 
nation, an elastic beam suspending that object, means 
for deflecting that elastic beam with an electrostatic 
feedback signal, a tunneling tip, an electrode, and a 
35 tunneling gap between that tunneling tip and that elec- 
trode, one of that tunneling tip and that electrode con- 
nected to the elastic beam, means for providing an elec- 
tric tunneling current through the tunneling gap be- 
tween the tunneling tip and and the electrode, means for 
40 determining a position of said object in space when 
providing said electric tunneling current, means for 
deflecting the elastic beam with a gravitational force 
acting on said object by changing said object in position 
to provide a corresponding variation in an electrical 
45 property of the gap relating to the tunneling current, 
means including a servo loop responding to that varia- 
tion in the electrical property, means for deriving the 
electrostatic feedback signal from the servo loop, means 
connected to the means for deriving the electrostatic 
50 feedback signal and to the means for deflecting the 
elastic beam, for restoring that deflected beam in posi- 
tion with that derived electrostatic feedback signal, 
means connected to the servo loop for providing a 
servo loop signal indicative of said force, means for 
55 determining the direction of the gravitational force 
relative to the object from the corresponding variation 
in the electrical property and thereby the changed posi- 
tion of the object in space. 

The invention resides also in methods and apparatus 
60 for measuring a magnetic field, comprising in combina- 
tion an electrically energizable loop and the steps of or 
means for making that electrically energizable loop 
deflectable by the magnetic field when electrically ener- 
gized, providing a tunneling gap between a tunneling 
65 tip and an electrode, connecting one of that tunneling 
tip and that electrode to the loop, electrically energiz- 
ing that loop, providing an electric tunneling current 
through the tunneling gap between the tunneling tip 
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and the electrode, deflecting the electrically energized 
loop with the magnetic field to provide a variation in an 
electrical property of the gap relating to the tunneling 
current, and providing a measurement of the magnetic 
field in response to that variation in the electrical prop- 5 
erty. 

The invention resides also in methods and apparatus 
for measuring gravitational and inertial forces acting on 
an object in space, comprising in combination a con- 
stant voltage or a constant current source, and the steps 10 
of or means for providing an electric tunneling current 
through a gap between an electrode and the object in 
space with current from the constant voltage or current 
source, varying the gap with any one of the forces act- 
ing on the object, determining a change in voltage 15 
caused by current from the source in response to that 
gap variation, and deriving a measurement of the force 
from the change in voltage. 

The invention resides also in methods and apparatus 
for measuring gravitational and inertial forces acting on 20 
an object in space, comprising in combination the steps 
of or means for providing an electric tunneling current 
through a gap between an electrode and the object in 
space, varying that gap with any of the forces acting on 
the object and sensing a corresponding variation in an 25 
electrical property of that gap, restoring that varied gap 
with an electric signal in response to that variation in 
that electrical property, and deriving a measurement of 
the force from that electric signal. 

The invention resides also in methods and apparatus 30 
for measuring inertial forces acting on an object in 
space, comprising in combination the steps of or means 
for providing an electric tunneling current through a 
gap between an electrode and the object in space, im- 
pacting wave energy on that object, varying the gap 35 
with inertial forces acting on that object from the im- 
pacting wave energy and sensing corresponding varia- 
tions in an electrical property of the gap, and determin- 
ing the inertial forces for detection of the wave energy 
from the corresponding variations in the electrical 40 
property. 

The invention resides also in methods of detecting 
radiation capable of varying a fluid volume, comprising 
in combination the steps of entrapping that fluid vol- 
ume, providing a first electrode in force-transfer rela- 45 
tionship with the entrapped fluid volume, providing a 
second electrode spaced from that first electrode, pro- 
viding one of these first and second electrodes with a 
tunneling tip spaced by a tunneling gap from the other 
of these first and second electrodes, providing an elec- 50 
trie tunneling current through that tunneling gap, vary- 
ing the entrapped fluid volume with the radiation to 
displace the first electrode and sensing a corresponding 
variation in an electrical property of the gap relating to 
the tunneling current, and determining a parameter of 55 
the radiation from that variation in that electrical prop- 
erty. 

The invention resides also in apparatus for detecting 
radiation capable of varying a fluid volume, comprising 
in combination, an entrapped fluid volume, a first elec- 60 
trode in force-transfer relationship with that entrapped 
fluid volume, a second electrode spaced from that first 
electrode, a tunneling tip on one of these first and sec- 
ond electrodes spaced by a tunneling gap from the other 
of these first and second electrodes, means for provid- 65 
ing an electric tunneling current through that tunneling 
gap, means for impacting the radiation on the fluid 
volume for varying that entrapped fluid volume with 
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that radiation to displace the first electrode, and sensing 
a corresponding variation in an electrical property of 
the gap relating to the tunneling current, and means for 
determining a parameter of that radiation from that 
variation in that electrical property. 

According to a preferred embodiment of the inven- 
tion applicable to all of these method and apparatus 
aspects, the varied gap is restored with an electrical 
signal, or with another predetermined agency, in re- 
sponse to variation of a predetermined electrical prop- 
erty of that gap, and a measurement or determination of 
the force or changed position is derived from that elec- 
tric signal or from whatever quantity of another agency 
is required for restoring the gap to a quiescent value. 

Other aspect of the invention will become apparent in 
the further course of this disclosure, and no restriction 
to any object or aspect is intended by this Summary of 
the Invention. 

Unlike the above mentioned prior efforts, the subject 
invention does not deal with interatomic and intermo- 
lecular forces. Rather, the subject invention and its 
embodiment determine or measure forces on any object 
in space, meaning outer space for one thing or at least 
environments outside any interatomic or intermolecular 
region. 

BRIEF DESCRIPTION OF THE DRAWINGS 

The invention and its various objects and aspects will 
become more readily apparent from the following de- 
tailed description of preferred embodiments thereof, 
illustrated by way of example in the accompanying 
drawings, in which like reference numerals designate 
like or equivalent parts, and in which: 

FIG, 1 is a diagrammatic view of a sensor and mea- 
suring system according to a first embodiment of the 
invention; 

FIG. 2 is a view similar to the FIG. 1 showing modifi- 
cations according to further embodiments of the inven- 
tion; 

FIG. 3 is a view taken on the line 3 — 3 in FIG. 5; 

FIG. 4 is a view on a reduced scale taken on the line 
4 — 4 in FIG. 5, but turned about the left-hand edge; 

FIG. 5 is a side view section of a folded beam type 
tunneling sensor according to a further embodiment of 
the invention; 

FIG. 6 is a somewhat diagrammatic perspective view 
of a tunneling magnetometer pursuant to an embodi- 
ment of the invention; 

FIG. 7 is a somewhat diagrammatic side view of a 
radiation sensor or detector pursuant to an embodiment 
of the invention; 

FIG. 8 is a top view of a radiation sensor or detector 
pursuant to a preferred embodiment of the invention; 
and 

FIG. 9 is a section taken on the line 9 — 9 in FIG. 8. 

It may be noted that FIGS. 3, 4 and 6 use slanted lines 
for contrast and better understanding, rather than for 
showing any sections. 

DESCRIPTION OF PREFERRED 
EMBODIMENTS 

The drawing illustrates methods and apparatus 10 for 
measuring forces acting on an object 12. That method 
and apparatus provides an electric tunneling current 13 
through a gap 14 between an electrode 15 and the ob- 
ject 12. In the illustrated embodiment of the invention, 
this is done by providing first and second electrodes 15 
and 16 at opposite sides of the gap 14 and by coupling 
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the second electrode to the object 12 for movement 
therewith, while maintaining the first electrode rela- 
tively stationary on a support or mounting structure, 
part of which is seen at 18 in the drawing. However, the 
phrase “a gap between an electrode and the object,” as 5 
repeatedly used herein, should be broadly construed 
within the scope of the subject invention. 

In the operation of the illustrated method and appara- 
tus, the gap 14 is varied with a force, F, acting on the 
object 12, and a corresponding variation in the tunnel- 
ing current is sensed. 

The applied force, F, or its magnitude may then be 
determined in response to variations in the tunneling 
current 13. By way of example and not by way of limita- 
tion, such determination or measurement may be ef- 15 
fected in the context of a constant voltage source or a 
constant current source. If a constant voltage source is 
employed, then a measurement of the applied force, F, 
may be derived from a change in current flowing to the 
electrode 15 or gap 14. On the other hand, in the case of 20 
a constant current source, variations in a voltage drop 
would be indicative of tunneling gap variations and 
applied forces. 

The illustrated embodiments of the invention provide 
or employ a constant current source 20 in FIG. 1 and a 25 
constant voltage source in FIG. 2 for supplying the 
tunneling current 13, as illustrated by an arrow denoting 
the supply current, I. If the voltage is maintained con- 
stant, then the current, I, varies as the gap 14 is varied. 

If the current, I, is maintained constant, then a volt- 30 
age has to vary instead. In this respect, the illustrated 
embodiment of FIG. 2 connects a resistor R in series 
with the constant voltage source and the gap 14 or 
electrode 15. A voltage drop, v, occurs across that 
resistor R, when current, I, flows in the current supply 35 
lead 21 to the gap 14. 

The illustrated embodiments observe a voltage, v, 
caused by current, I, from the source 20 or 120 when 
the gap 14 has a quiescent value; that is, for instance, 
when no force is applied. The illustrated apparatus or its 40 
equivalent then derives a measurement of such a force, 

F, from a change in that voltage. 

By way of example, the embodiment of FIG. 1 em- 
ploys a differential amplifier DA for observing the volt- 
age, v, caused by current, I, from the source 20 when 45 
the gap 14 has a quiescent value. One input 23 of the 
differential amplifier is connected to the current supply 
lead 21 for that purpose, so as to receive an input signal 
corresponding to the value of the voltage, v. The other 
input 24 of the differential amplifier is connected to a 50 
source 25 of reference voltage, Vr. An arrow through 
the source 25 indicates that the reference voltage is 
adjustable. Adjustable voltage sources are already cus- 
tomary in tunneling devices where they are also used 
for offsetting electrode and tip Fermi levels. 

By way of example, the reference voltage V* may be 
adjusted at the source 25 to be equal to the voltage, v, 
across the resistor R when the gap 14 has its quiescent 
value, and the differential amplifier DA may signify 
such quiescent value of the tunneling gap by a zero 60 
output signal at 26. 

The illustrated embodiment of the invention may also 
be employed to sense a variation in the tunneling cur- 
rent or voltage across the gap or, generically, an electri- 
cal property of that gap 14, corresponding to a variation 65 
in the gap 14 by a force F. For instance, if the gap 14 is 
varied by a force F while the rate of flow, I, is main- 
tained constant by the source 20, then there is a corre- 


10 

sponding variation in the voltage drop across the gap 14 
and a corresponding change in the voltage, v, across the 
current supply 20. 

On the other hand, if the source is a constant voltage 
source as in FIG. 2, then there is a change in the rate of 
tunneling current flow as well, when the gap 14 is di- 
minished by a force F. 

These and other alternatives within the scope of the 
subject invention may be summarized by saying that an 
10 electrical property of the gap or its variation of that 
electrical property in response to a variation in that gap 
14 is sensed and is employed to determine the force or 
other agency causing that gap variation. 

The differential amplifier DA or functionally equiva- 
lent circuitry within the scope of the illustrated embodi- 
ment, in effect determines a change in voltage, v, caused 
by current, I, from the source 20 in response to the gap 
variation at 14, and derives a measurement of that force 
F from that change in that voltage, such as by compar- 
ing the value of that changed voltage to the reference 
voltage V*. The resulting output signal of the differen- 
tial amplifier is applied via output 26 to a filter 28 which 
may be employed for removing noise and undesired 
frequencies. The filter output may be further amplified 
by an amplifier 29 which applies its output signal to a 
terminal 31 as the output signal of the sensor or appara- 
tus 10. 

Variations of the tunneling gap 14 thus measured may 
be converted to a force indication on the basis of the 
elastic constant of the object suspension or beam 34. 
Alternatively, the apparatus 10 may be calibrated in 
terms of force. 

Within the scope of the subject invention, a predeter- 
mined agency may be provided for restoring the gap 14 
in response to variation of the tunneling current 13, and 
a quantity of that agency may be employed to a restora- 
tion of that gap. In that case, the force F or its value 
may be determined from that quantity. By way of exam- 
ple, if the varied gap 14 is restored with an electric 
current, voltage or signal in response to variation of a 
predetermined electrical property of the gap 14, then a 
measurement of the force F may be derived from that 
electric current, voltage or signal. Put otherwise, the 
tunneling gap 14 may be restored to its quiescent value 
in response to the above mentioned change in voltage, 
v, from which the value of the force, F, is also derived. 

FIG. 1 also shows a practical embodiment for imple- 
menting these features within the scope of the subject 
invention. In particular, the drawing shows the differ- 
ential amplifier DA, filter 28 and operational amplifier 
29 arranged in a servo loop 32 which in effect includes 
the sensor itself to respond to each variation in an elec- 
trical property of the gap. The filter 28 thus may be a 
loop filter and the amplifier 29 may be a variable gain 
55 operational amplifier for increased stability, and/or may 
be a high-voltage amplifier for driving the beam 34. 

The servo loop 32 also provides at the terminal 31 a 
servo loop output signal indicative of forces F varying 
the tunneling gap 14. 

A preferred embodiment of the invention elastically 
suspends the object 12, and such elastically suspended 
object may be restored in position in response to varia- 
tion of an electrical property of the gap 14. In this re- 
spect, the illustrated preferred embodiment integrates 
the object 12 with an elastic beam 34 which has a fixed 
end attached to a mesa 36 of the supporting structure 18 
and carries the second electrode 16 as a tunneling tip at 
a free end thereof. 
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Of course, within the scope of the subject invention, 
the elastic beam 34 actually may carry a distinct object, 
such as a “proof mass,” as found in accelerometers and 
the like. However, in the case of the illustrated embodi- 
ment of the invention, the object or “proof mass” is 5 
actually integrated with or constituted by the elastic 
beam 34 or, in effect, by a free end thereof at the tunnel- 
ing tip 26. 

Also within the scope of the illustrated preferred 
embodiment of the invention, the elastic beam 34 is 10 
made deflectable by a feedback signal. By way of pre- 
ferred example, the elastic beam 34 is a piezoelectric 
bimorph deflectable by the feedback or loop signal 
proceeding through a terminal 38. 

Piezoelectric bimorphs are old as such as may, for 15 
instance, be seen from an article by T. G. Reynolds III 
and D. M. Tanka, entitled Consider Piezoelectric Ceram- 
ics , ELECTRONIC DESIGN 19, pp. 92 to 97 (Septem- 
ber 1977). 

For present purposes, the bimorph may be considered 20 
as acting like a bimetallic strip responding to tempera- 
ture variations, except that the bimorph beam 34 de- 
flects in response to feedback or servo signals applied 
through the terminal 38 to a metallic or other electri- 
cally conductive coating 41 on one of the two piezo- 25 
electric strata of that elastic beam. The other stratum of 
the bimorph 34 is grounded by a second metallic or 
other electrically conductive coating 42. As indicated in 
the drawing, the tunneling tip 16 is also grounded, as is 
one of the terminals of the constant current source 20. 30 

As apparent from the drawing, the feedback signal 
with which the elastic beam 34 is deflected, is derived 
from the servo loop 32 or is provided thereby. The 
beam 34, deflected by a force F, is thus restored in 
position with the derived feedback or servo loop signal 35 
via terminal 38. Put differently, the servo loop 32 re- 
stores the tunneling gap 14 to its quiescent value. 

With the constant current source 20, the servo loop 
32 responds to a change in the output voltage of the 
source in response to tunneling gap or electrical gap 40 
property variation, derives the requisite feedback signal 
with the servo loop from that change in voltage, and 
restores the tunneling gap 14 or restores the deflected 
beam 34 in position with that derived feedback or servo 
loop signal. 45 

In the case of the illustrated embodiment and its vari- 
ations within the scope of the subject invention, the 
servo loop 32 also provides a servo loop output signal 
indicative of the force F, such as at the output terminal 
31. 50 

A prototype of the sensor shown in the drawing had 
a sensitivity of 10-100 micro-g, a bandwidth of 2 kHz, 
and a dynamic range of 10 g as an accelerometer. The 
above mentioned state-of-the-art micromechanical ac- 
celerometer, based on capacitance detection, has an 55 
estimated sensitivity of only 1-10 milli-g, and a band- 
width of less than 2 kHz and equivalent dynamic range. 

Achievable increase in sensor sensitivity by replace- 
ment of capacitance detection methods with tunneling 
methods may be directly calculated. As mentioned 60 
above, an existing micro-accelerometer based on 
capacitive-position detection uses a cantilever-sup- 
ported proof mass having a deflection sensitivity of 680 
Angstroms per g of acceleration. The capacitive signal 
of this device changes by only 0.5 percent for a 1 g 65 
change in acceleration. In contrast, a change of 0.5 
percent in tunnel current corresponds to a deflection of 
the cantilever of 5 X 10” 13 A and an acceleration of less 
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than 10 micro-g. The tunnel sensor technology accord- 
ing to the subject invention, therefore, results immedi- 
ately in an improvement of over five orders of magni- 
tude in sensitivity. The improvement in sensitivity of 
the position detection mechanism may be used to pro- 
vide additional system sensitivity or system bandwidth 
or reduction in sensor volume. Tunnel sensors for appli- 
cations requiring ultra-high sensitivity may be tailored 
to provide nano-g sensitivity with proof masses in the 
100 milligram range. 

Tunnel sensor technology requirements are compati- 
ble with the capabilities of existing semiconductor or Si 
micromachining techniques. Therefore, a tunnel sensor 
may be entirely fabricated from a monolithic Si struc- 
ture. Micromachined tunnel sensor elements may be 
incorporated into arrays to enable improvements in 
reliability. In addition, several tunnel sensor applica- 
tions may benefit from the multipoint detection capabil- 
ities possible with array technology. Since tunnel sensor 
technology requires small tunnel currents, these devices 
may be very energy-efficient with operating power in 
the milliwatt range. In addition, since tunnel sensor 
operation depends only on the mechanical properties of 
the Si micromachined structure, Si-based tunnel sensors 
should be radiation-hard. 

The tunneling gap or the entire integrated system 
may be positioned in a vacuum or inert atmosphere. The 
tunneling gap need not be void, but may be occupied by 
a material through which electron tunneling may take 
place and which is sufficiently pliant to cooperate with, 
or to form, the elastic suspension of the object 12 etc. 

Electron tunneling between metallic electrodes de- 
pends on the overlap of electron states at each electrode 
surface or on overlap of the electrode work functions. 
Electron tunneling is observed only when electrode 
separation is less than a few atomic diameters. The 
extremely localized nature of the electron states results 
in a rapid exponential increase of electron tunnel cur- 
rent with decreasing electrode separation. 

A film of high work function material, such as tung- 
sten or a semiconductor, may be deposited on the elec- 
trodes, or the electrodes 15 and 16 may be made of such 
a material, in order to increase sensitivity by increasing 
exponential dropoff of tunneling current with tunneling 
gap increase. 

The prototype of the illustrated tunnel effect sensor 
employs a piezoceramic actuator element 34 for separa- 
tion control of the tunnel electrodes 15, 16. Tunnel 
current between these electrodes is held constant by 
adjustment of electrode separation with an analog feed- 
back control circuit 32. The prototype sensor structure 
is compact, approximately 6 cmX4 cmx2 cm. The 
active element of the device occupies about 0.1 cm 3 . 
When the sensor structure experiences an acceleration 
the feedback circuit 32 applies a voltage to the piezoce- 
ramic actuator 34 to maintain constant electrode separa- 
tion 14. Variation in the feedback voltage signal is sim- 
ply proportional to the acceleration and serves also at 
the output signal of the sensor at terminal 31. 

Since the feedback or servo signal at 31 and 38 is 
proportional to acceleration, a voltmeter or galvanome- 
ter 44, which may be of a ballistic type, may be em- 
ployed for indicating acceleration acting on the object 
12 or elastic beam 34. However, for these and other 
applications of tunnel effect sensors pursuant to the 
subject invention, the component 44 may be considered 
symbolic for any kind of suitable instrument, data re- 
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corder, oscilloscope, oscillograph or data processing 
facility or control system. 

The force F need not be positive as shown, but may 
be negative, or may be a pull, such as during decelera- 
tion, or by pull of gravity, and the like. For instance, 5 
when the sensor 10 is turned 1 80° about its longitudinal 
axis 46, the force F, if gravitational, changes in direc- 
tion, whereby the illustrated apparatus may serve as a 
position sensor. 

In the case of a position sensor or a method of deter- 1° 
mining position of an object in space, the electric tun- 
neling current 13 is again provided through a gap 14 
between an electrode, such as the. electrode 15, and the 
object in space. In practice, that object may be discrete 
or may be integrated with the beam 34 or with a mem- 15 
brane or other elastic suspension or medium. 

A position of the object 12 in space may then be 
determined from the electric tunneling current 13, volt- 
age across the gap 14, or other electrical property of 
that gap, such as with the aid of the servo system 32 or 20 
in any other suitable manner. That step may be per- 
formed in the laboratory or at a manufacturer, who may 
thus calibrate the instrument 10 in terms of position. 
Within the scope of the invention, the user of the posi- ^ 
tion sensor may also perform that step, as desired or 1 
necessary. 

In either case, the object 12 is thereafter changed in 
position to induce a variation in the gap 14 and in the 
electrical property thereof. By way of example, FIG. 1 3Q 
indicates a change in position 45 about a longitudinal or 
other axis 46 of the position sensor 10. If the force of 
gravity acting on the object 12 is designated as F, and if 
the sensor is rotated about its axis 46 by the above men- 
tioned 180°, then the force of gravity may be designated 35 
as — F, as shown in FIG. 1. Of course, the force of 
gravity does not become negative, but the force acting 
on the object after such a rotation may be considered 
negative in direction relative to the original force of 
gravity F. Since the force of gravity is now a pull on the 4Q 
object 12, the gap 14 is widened and the tunneling cur- 
rent, voltage or other electrical property is correspond- 
ingly varied. This is picked up by the instrument 44 as 
the feedback circuit or servo loop 32 reacts to such 
change. Accordingly, changed position of the object 45 
may be determined from a variation in the electrical 
property of the gap traversed by tunneling current 13 in 
this or any other suitable manner within the scope of the 
subject invention. 

In this respect and in general, all the other features 50 
herein described for other kind of sensors may be em- 
ployed for the position sensor and position sensing tech- 
niques as well. 

It may be recognized that the position sensors herein 
disclosed present a special case of the gravitational and 55 
inertial sensors falling generically within the scope of 
the subject invention. To be sure, there was no intuitive 
reason why gravitational and inertial forces should be 
the same. However, pursuant to Einstein’s principle of 
equivalence, the seemingly different situations of grav- 60 
ity and inertia are simply equated as being the same. It 
is thus rather a matter of convenience, whether in a 
particular situation a given observer considers to call 
forces he or she experiences inertial or gravitational. 

In this sense, the position sensor herein disclosed is 65 
akin to the accelerometer, the particle detector, the 
wave energy sensor, the acoustic wave detector, the 
microphone, and so forth. 
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For instance, if in FIG. 1 particles 48 impinge upon 
the object 12 or beam 34, then inertial forces from such 
particles are imparted to the object or beam to vary the 
gap 14 and thereby the tunneling current 13. 

For instance, inertial forces, such as the force F 
shown in FIG. 1, may be provided by impacting parti- 
cles 48 on the object 12. The tunneling gap 14 may thus 
be varied with inertial forces acting on the object 12 
from the impacting particles 48, and corresponding 
variations in an electrical property of the gap 14 tra- 
versed by the tunneling current 13 may be sensed and 
the thus imparted inertial forces may be determined or 
measured for a detection of the particles 48 from the 
latter corresponding variations, such as with the aid of 
the feedback circuit or servo loop 32 and instrument 44 
or equivalent means. 

In this manner, particle velocity, particle mass or 
another parameter of the particles 48 may be deter- 
mined or measured from the mentioned corresponding 
variations in a predetermined electrical property of the 
gap 14. 

As shown in FIG. 2, the particles 48 may impinge on 
the object at a grazing angle and may continue their 
travel as indicated at 148, after imparting to the object 
112 part of their energy, for measurement with the 
corresponding variations in an electrical property of the 
gap. 

By way of further alternative within the scope of the 
subject invention, FIG. 2 shows the provision of mea- 
surable inertial forces by impacting wave energy 51 on 
the object. Again, inertial forces in the wave energy 51 
are transferred to the object which, accordingly, varies 
the gap 14 and thereby an electrical property thereof. 
The feedback circuit or servo loop 32, or any other 
suitable means, may then be employed for determining 
such inertial forces for detection of the wave energy 51 
from corresponding variations in that electrical prop- 
erty. A parameter of the wave energy may thus be 
determined from these corresponding variations. 

As a special case, inertial forces may be provided by 
impacting acoustic energy on the object. The gap 14 is 
then varied with such inertial forces acting on the ob- 
ject from the impacting acoustic energy. Corresponding 
variations in an electrical property of the gap may then 
be sensed, and the inertial forces determined for detec- 
tion of the acoustic energy from these corresponding 
variations. In this or any equivalent manner, a parame- 
ter of the acoustic energy may be determined. In prac- 
tice, a hypersensitive microphone may thus be provided 
and very weak acoustic signals may be detected or even 
measured in location, origin, direction, amplitude, fre- 
quency, etc. 

In addition to what has already been mentioned, FIG. 
2 shows further principles and embodiments within the 
scope of the subject invention. 

For instance, FIG. 2 shows a beam 134 having an 
object 112 incorporated therein or integrated therewith. 
In principle, the beam 134 may be of the same structure 
as the beam 34 shown in FIG. 1. However, the elastic 
beam 134 may be as thin as the layer 42 shown in FIG. 
1 . 

In that case, the beam 134 may be adjusted and repo- 
sitioned in space by an agency other than piezoelectric 
forces. For instance, magnetic or electrostatic forces 
may be employed for that purpose. 

FIG. 2 shows the beam 134 supported by a mesa 136 
of a supporting structure 118. As indicated at 53, the 
beam 134 may be grounded through the supporting 
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structure 118. Such beam may then be driven with the 
aid of a counterelectrode 54 which in this case would be 
electrically insulated from the structure 118 but me- 
chanically supported thereby at a sufficiently small 
distance from the electrically conductive beam 134 to 5 
permit attraction of the beam by high-voltage potentials 
applied to the insulated counterelectrode 54 via termi- 
nal 38. That terminal, and the feedback circuit or servo 
loop 32 connected thereto may be the same as shown in 
FIG. 1 and described above in connection therewith. In 10 
principle, the tunneling tip 16 could be attached to a 
free end of the beam 134. Alternatively, the electrode 15 
could be attached to such beam or the beam could act as 
a tunneling counterelectrode for the tunneling current 
13. 15 

Summarizing this disclosure, a preferred embodiment 
of the invention provides methods and apparatus for 
measuring a force acting on an object, such as the above 
mentioned object 12 or 112. This embodiment provides 
an elastic beam, such as the beam 134, for suspending 20 
the object 112 or any other object, and makes that elas- 
tic beam deflectable by an electrostatic feedback signal, 
such as with the aid of the counterelectrode 54. A tun- 
neling tip 16, an electrode, such as the electrode 15 or 
the beam 134 itself, and a tunneling gap 14 are provided 25 
between that tunneling tip and that electrode. As shown 
in FIGS. 1 and 2, either the tunneling tip or the elec- 
trode is connected to the elastic beam 134. This may be 
expressed by saying that one of that tunneling tip and 
that electrode is connected to that elastic beam. 30 

An electric tunneling current 13 is provided through 
the tunneling gap 14 between said tunneling tip 16 and 
the electrode 15 or 134. The elastic beam 134 is de- 
flected with the force F, 48 or 51 to provide a variation 
in an electrical property of the gap 14 relating to the 35 
tunneling current 13. 

That embodiment also provides a servo loop 32 re- 
sponding to the mentioned variation in the electrical 
property, and derives the electrostatic feedback signal 
from that servo loop. That embodiment further restores 40 
the deflected beam 134 in position with that derived 
electrostatic feedback signal, and provides a servo loop 
output signal, such as at 31, indicative of the force F, 48, 

51, etc., acting on the object. 

According to the embodiment shown in FIG. 2, a 45 
second beam 234 is employed. That beam may be a 
duplicate of either the beam 34 shown in FIG. 1 or the 
beam 134 shown in FIG. 2. In the actual showing of 
FIG. 2, it is assumed that the beam 234 is a duplicate of 
the beam 34 shown in FIG. 1 and is driven in essentially 50 
the same manner. Also, the tunneling tip 16 is shown 
attached to a free end of the second beam 234, but it 
could alternatively be attached to a free end of the first 
beam 134 within the scope of the embodiment illus- 
trated in FIG. 2. 55 

Electric energy for the tunneling current 13 is sup- 
plied in any suitable manner. By way of example, FIG. 

2 shows the constant voltage source 120 which supplies 
a current I through resistor R and supply lead 21. This 
time, the tunneling tip 16 is connected to the electric 60 
current supply lead 21 through a conductive layer 235 
which is insulated from the beam 234 or from its con- 
ductive upper layer 41 (see FIG. 1). 

An embodiment of the invention thus provides or has 
a constant voltage source 120 for the electric tunneling 65 
current 13, and responds with the servo loop 32 to a 
change in voltage caused by current from that source in 
response to each variation of the gap 14. Restoration of 
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the position of the beam is effected in response to that 
change in voltage. 

Alternatively, such as explained above in connection 
with FIG. 1, a constant current source 20 is provided 
for the electric tunneling current 13, and the response 
with the servo loop 30 is also to a change in voltage 
caused by current from that source in response to each 
variation of the gap 14. Restoration of the position of 
the beam is again effected in response to that change in 
voltage. 

In this or any other manner, a tunneling current 13 is 
set up through the gap 14 between the tunneling tip 16 
and the free end of the beam 134. Gravitational or iner- 
tial forces imparted to the beam 134 by impacting parti- 
cles 48, wave energy or acoustic waves 51, or in any 
other manner, cause variation of the gap 14 and thereby 
of an electrical property of the gap 14 traversed by the 
tunneling current. Such imparted force or energy again 
manifests itself by variations of that electrical property 
and corresponding variations of the output voltage of 
the source 20 or of the voltage drop across the resistor 
R. Such voltage or voltage drop variations are picked 
up by the feedback circuits or servo loops 32 and 132 
which correspond to the feedback circuit or servo loop 
shown and described in conjunction with FIG. 1. In- 
stead of the variable reference voltage source 25, FIG. 
2 shows corresponding adjustable reference voltage 
sources or other adjustable means 125 for its corre- 
sponding controls 32 and 132. In this respect, the second 
beam 234 may be employed for coarse adjustment via 
controllable servo loop 132. If that beam is of a piezo- 
electric type, the second servo loop 132 may drive that 
beam via a terminal 138 connected to the first conduc- 
tive layer 41 shown in FIG. 1. It may be noted in this 
respect that the second conductive layer 42 is grounded 
via supporting structure 118. 

In principle, inertial, gravitational or other force or 
energy measurements may be taken from either control 
32 or 132, or from a combination thereof. However, 
FIG. 2 shows the measuring instrument 44 or equivalent 
means connected to the servo loop 32 via terminal 31 
already shown in FIG. 1. 

According to further embodiments of the invention, 
the elastic beam 34 or 134 may be composed of two or 
more elastic beam structures having either the tunneling 
tip 16 or its counterelectrode 15 located therebetween. 
This may be expressed by saying that one of the tunnel- 
ing tip 16 and the electrode 15 is located between the 
two or more elastic beams. 

Additionally, or alternatively, the beam may be struc- 
tured as a folded beam. In extension of that embodiment 
of the invention, the elastic beam may be composed of 
a pair of folded beam structures having one of the tun- 
neling tip 16 and the electrode 15 located therebetween. 

Within the scope of the invention, the side view of the 
tunneling device may look the same as in FIG. 1 or 2, 
whether the beam 34 is one beam, composed of two or 
more beam structures, straight or folded. Accordingly, 
what is disclosed herein with respect to FIGS. 3 to 6 
may also be applied to the embodiments of FIGS. 1 and 
2 . 

Also within the scope of the invention, tunneling 
devices herein disclosed may be composed of microma- 
chined silicon. The advantages to the development of 
sensor components in silicon include the use of single 
crystals as raw material, use of photolithography for 
precision patterning, use of batch processing techniques 
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to reduce fabrication costs, and micromachining in the 
fabrication of the device. 

Embodiments of the type shown in FIGS. 3 to 6 have 
been micromachined to produce centimeter-scale com- 
ponents with micron-scale precision. As in the embodi- 5 
ment of FIG. 2, relative position of the tunneling elec- 
trodes is controlled through use of electrostatic forces 
applied between the elements. Advantageously, the 
electrostatic actuator is insensitive to thermal drifts and 
immune to the problems of creep associated with piezo- 10 
electric actuators. Also the response of the electrostatic 
actuator is a function only of the geometry and mechan- 
ical properties of the device, whereas the response of 
piezoelectric actuators is also dependent on the charac- 
teristics of the material, which may not always be repro- 
ducible between devices or over time. Finally, the elec- 
trostatic actuator may be miniaturized more easily be- 
cause the scaling laws are well known, and the fabrica- 
tion is less complex than for the piezoelectric actuator. 
The devices herein disclosed can be modified for incor- 20 
poration into a wide variety of sensors. Monolithic 
devices including sensor and control electronics are also 
feasible. 

The tunnel sensor 300 according to FIGS. 3 to 5 
comprise essentially two components, comprising a 25 
force-sensitive or deflectable structure 301 and a base 
302 therefor. By way of example, these may be con- 
structed from 200 micron silicon wafers. The wafers 
preferably are polished on both surfaces and are coated 
with a thin SiC >2 layer patterned by standard photolitho- 30 
graphic techniques. The wafers may be etched in ethyl- 
ene diamine pyrocatechol (EDP) to remove the parts of 
the silicon wafers not covered by the SiC >2 mask. After 
etching, the remaining oxide may be removed in a buff- 
ered HF etch. A new oxide layer, more than one micron 35 
thick, may be grown on all surfaces of the structure. 
Gold electrodes 315, 316, 334 and 354, with leads, such 
as 355 and 356, and contacts or terminals 338, 339, 350 
and 351 may be thermally evaporated onto the compo- 
nents 301 and 302 of the sensor through shadow masks 40 
which may be fabricated by the same micromachining 
techniques. The Si02 serves as a dielectric isolation 
layer between the metal films and the silicon substrate. 

The deflectable component 301 comprises two beam 
structures 361 and 362 having the tunneling gap 14 or 45 
tunneling tip 16 or electrode 316 located therebetween. 
According to the embodiment as illustrated specifically 
in FIG. 4, the beam structures are folded. In particular, 
each of the two beam structures 361 and 362 comprises 
a pair of folded beams. These two pairs of folded beams 50 
are interconnected by a cross-piece 363. Spaced from 
that cross-piece is an inner rectangular area 364 con- 
nected to the opposite ends of the inner beams of the 
folded beam pairs 361 and 362. 

The inner rectangular area 364 of the folded cantile- 55 
ver spring structure can be deflected downward rela- 
tive to the outer segments by application of an electric 
potential between the large electrode 334 and a corre- 
sponding counterelectrode 354 which is deposited on 
the base component 302 of the sensor. Given the me- 60 
chanical properties of the silicon as well as the dimen- 
sions of the spring structure, the properties of the spring 
can be calculated. Because the spring constant scales 
rapidly with the dimensions of the legs 361, 362, its 
characteristics can easily be tailored to meet the needs 65 
of a specific application. 

Various methods for manufacturing a suitable tunnel- 
ing tip are available. We have formed silicon tips di- 
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rectly from the substrate by undercutting a 60 x 60 mi- 
cron square of SiC >2 with EDP. When the undercutting 
is complete, the square fragment of oxide is carried 
away, leaving a pyramid-shaped silicon tip. The active 
surfaces of the tips may be prepared by evaporation of 
3000-A-thick Au films through a shadow mask. The 
tunnel sensor is then assembled as shown in FIG. 5. 

By way of example, a bias voltage is applied to the 
electrostatic deflection electrodes 334 and 354 in the 
manner shown for the electrodes 134 and 154 in FIG. 2 
to close the electrodes and establish a tunnel current 13. 
Active regulation of the tip-electrode separation using 
feedback control of the tunneling current may be car- 
ried out as in FIGS. 1 or 2. The second beam 234 may 
15 also be used in the embodiment of FIGS. 3 to 5. 

The sensitivity of the tunneling sensor is several or- 
ders of magnitude better than conventional compact 
accelerometers. For comparison, the sensitivity of a 
compact capacitive displacement transducer may be 
calculated. It is assumed that the electrode separation is 
no less than 1/100 of the electrode length, that the volt- 
age is no greater than the limit for dielectric breakdown 
in vacuum, and that sensitivity is limited by the shot 
noise at the AC measurement frequency of 1 kHz. With 
these assumptions, the capacitive transducer has a theo- 
retically limited sensitivity to variations in electrode 
separation of approximately 0.2 A Hz -i. In this limit, 
the theoretical capacitive transducer is three orders of 
magnitude less sensitive than our prototype tunneling 
transducer, and more than four orders of magnitude less 
sensitive than the theoretical limit to the tunneling 
transducer. 

Since all of the components of our tunnel sensor can 
be prepared using standard lithographic techniques, 
miniaturization over several orders of magnitude can be 
readily achieved. This allows low-cost production of 
sensors of this type as transducers for application to a 
wide variety of measurement needs. For instance, min- 
iature pressure sensors and microphones could be con- 
structed with tunnel sensor technology. 

Another embodiment of the invention is shown in 
FIG. 6 in the form of a tunneling magnetometer 400 
having a base 401, a mesa 402, and a pair of cantilever 
beams 461 and 462 interconnected by a cross-piece 463. 
An electrically conductive loop 404 is deposited or 
otherwise provided on the beam structure, and extends 
from terminals 405 and 406 on the mesa 402 along beams 
461 and 462 and their cross-piece 463. 

From a broader aspect within the scope of the inven- 
tion, methods and apparatus for measuring a magnetic 
field provide or include an electrically energizable loop 
404, and make or render such electrically energizable 
loop deflectable by a magnetic field M when electri- 
cally energized, such as from a variable electric current 
source 408 via terminals 405 and 406. 

A tunneling gap is again provided between a tunnel- 
ing tip 16 and a counter electrode. Reference may in this 
respect be had to FIGS. 1, 2, 3, 4 and 5 for various ways 
to provide a tunneling gap 14 with tunneling tip and 
counter electrode between a beam 34, 134 or 364. Ac- 
cordingly, only the tunneling tip 16 is shown in FIG. 6, 
and the corresponding counterelectrode on the lower 
side of the beam or cross-piece 463 is hidden from view 
in FIG. 6. Alternatively, the tunneling tip 16 may be 
attached to the lower side of the beam or cross-piece 
463, in which case the electrode 415 on the base 401 acts 
as counterelectrode for the tunneling gap 14, such as 
seen in FIG. 1, for instance. Moreover, the second beam 
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234 shown in FIG. 2 may also be used in the embodi- 
ment of FIG. 6. 

It is thus seen that the embodiment partially shown in 
FIG. 6 connects one of said tunneling tip 16 and its 
counterelectrode to the loop 404 to be moveable 
thereby or therewith, and electrically energizes that 
loop, such as with current from the source 408. An 
electric tunneling current 13 is provided through the 
tunneling gap 14 between the tunneling tip 16 and its 
counterelectrode. 

That electrically energized loop 404 is deflected with 
the magnetic field M to provide a variation in an electri- 
cal property of the gap 14 relating to the tunneling 
current 13, such as described above in connection with 
FIGS. 1 and 2. 

A measurement of the magnetic field M may then be 
provided in response to that variation in that electrical 
property of the tunneling gap 14. For instance, varia- 
tions in the tunneling current 13 or in a voltage across 
the tunneling current 13 or in a voltage across the tun- 
neling gap 14 or across a constant current source 20 or 
voltage drop resistor R in series with a constant voltage 
source 120 may be measured as a measure of the applied 
magnetic field M. 

For a vector magnetometer, the direction of the mag- 
netic field may be varied or three magnetometers 400 
may be arranged along three orthogonal axes. 

In the embodiment shown in FIG. 6, the tunneling tip 
or its counterelectrode is provided on an elastic beam 
461, 462, 463 separate from the loop 404 itself. Never- 
theless, the beam structure may be considered as part of 
the loop composed of two elastic beam structures 461 
and 462 having interconnected free ends, such as via the 
cross-piece 463. 

While not specifically shown in FIG. 6, the kind of 
servo loop responding to each variation in the electrical 
property of the tunneling gap 14 may also be provided 
in that embodiment. In that case, the gap is continually 
restored with that servo loop in response to each varia- 
tion in its electrical property, and a servo loop output 
signal may then provide a measure of the magnetic field 
M. Additionally or alternatively, the tunneling tip 16 
may be provided on a further beam 234 which may, for 
instance, be controlled as that beam in FIG. 2. The 
component 142 in FIG. 6 may thus be such a further 
beam. 

It may be reqalled from FIG. 2 that detection and 
measurement of wave energy 51 is an object of an illus- 
trated embodiment of the invention. FIG. 7 illustrates a 
related embodiment of the invention useable particu- 
larly when the wave energy is radiant energy. In this 
case, that wave energy may still be impacted on an 
object, and the tunneling gap 16 may be varied with 
inertial forces acting on that object from the impacting 
wave energy. 

In FIG. 7, radiant energy 551 is in effect impacted on 
a fluid volume 552 or on one of the tunneling electrodes 
515 via the medium 552. 

The radiation 551 is capable of varying the fluid vol- 
ume 552, as more fully disclosed below. 

In the embodiment shown in FIG. 7, the fluid volume 
is entrapped with the aid of an elastic first electrode or 
membrane 515. A second electrode 516 is spaced from 
that first electrode 515. One of these first and second 
electrodes 515 and 516 is provided with a tunneling tip 
16 spaced by a tunneling gap 14 from the other of these 
first and second electrodes. 
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An electric tunneling current 13 is again provided 
through that tunneling gap. By way of example, either 
the constant current source 20 as in FIG. 1, or the con- 
stant voltage source 120 as in FIG. 2 may be connected 
to the electrodes 515 and 516 for that purpose. 

The entrapped fluid volume 552 is then varied with 
the radiation 551 to displace the elastic first electrode 
551, and a corresponding variation in an electrical prop- 
erty of the gap 14 relating to the tunneling current 13 is 
sensed, such as by sensing variations in the tunneling 
current or in a voltage across the tunneling gap 14, 
across a constant current source 20 or across a resistor 
R in series with a constant voltage source 120, as dis- 
closed above. A parameter of the radiation 551 may 
then be determined from that variation in the electrical 
property of the tunneling gap 13. 

If the radiation 551 is infrared radiation, the fluid 
volume 552 may also be entrapped with the aid of a 
window for such infrared radiation, and that infrared 
radiation 551 is then applied through that window to 
the entrapped fluid volume 552 to vary that entrapped 
fluid volume and displace the elastic first electrode 515 
as disclosed above for the variation of the tunneling 
current or voltage as disclosed above. A parameter of 
the infrared radiation may thus be detected and mea- 
sured. By way of example, the fluid 552 may be air or 
another gas that changes its volume in response to infra- 
red radiation. In the case of radiation in general, the 
fluid 552 is a gas or liquid that changes its volume in 
response to that radiation. 

As in the case of the embodiments of FIGS. 3 to 6, the 
radiation detector 500 of FIG. 7 may be micromachined 
and otherwise manufactured from silicon, as disclosed 
above. The membrane 515 may, for instance, be fabri- 
cated by deposition of stress-free silicon oxynitride on 
one surface of a wafer 556. A cavity 557 is etched into 
that wafer and the fluid 552 is entrapped therein with 
the aid of window 554. 

The first electrode 515 need not necessarily entrap 
the fluid volume 552 and need not necessarily be elastic, 
but it needs to be in force-transfer relationship with the 
entrapped fluid volume. By way of example, FIGS. 8 
and 9 show another radiation sensor according to a 
preferred embodiment of the invention. The radiation 
551 may be the same as in FIG. 7 and is thus not shown 
in FIGS. 8 and 9. 

According to FIGS. 8 and 9 the fluid volume 552 is 
entrapped in a bubble 652, which may, for instance, be 
made of silicon nitride or a variety of other suitable 
materials. The bubble with entrapped fluid volume 552 
is suspended in a space 601, such as with four narrow 
legs or ribbons 602, 603, 604 and 605 minimizing heat 
transfer away from the bubble 652. The space 601 pref- 
erably is evacuated for minimizing heat loss. 

The first electrode 515 is provided in force-transfer 
relationship with the entrapped fluid volume 552 
through the bubble 652 or bubble wall. 

The first electrode 515 is displaced by varying a 
shape of the bubble 652 with the radiation 551. 

FIG. 9 shows the bubble 652 and entrapped fluid 
volume 552 symmetrical relative to a horizontal plane 
through the legs 602 to 605, and relative to a vertical 
plane through the tunneling tip 16. However, asymmet- 
rical bubble and entrapped fluid arrangements are 
within the scope of the invention. 

For example, the upper half of the bubble could be 
made stronger than the lower half, whereby more en- 


5 


10 


15 


20 


25 


30 


35 


40 


45 


50 


55 


60 


65 



5,265,470 


21 

ergy would be directed by the varying fluid volume to 
the tunneling gap. 

The bubble 652 and tunneling gap 14 may be housed 
in a preferably evacuated enclosure 607 having, for 
instance, an infrared or other radiation window 554 on 
a top thereof and a base or bottom 608 at a lower part 
thereof. That bottom may have weakened or flexible 
sections 609 around a central section 610. 

The electrodes 515 and 516 may be connected and 
energized as in FIGS. 1 or 2, for example. Not all ener- 
gizing or ground leads are shown in FIGS. 7 to 9, since 
they are, obvious as such once the principle of the in- 
vention is understood. However, FIG. 9 does show a 
current conducting lead 235 connecting the tunneling 
gap 14 to an energizing lead, as in FIGS. 1 and 2, for 
example. 

The radiation detector 600 also may be microma- 
chined and manufactured from silicon, as disclosed 
above. 

While not specifically shown in FIGS. 7 to 9, the kind 
of servo loop responding to each variation in the electri- 
cal property of the tunneling gap 14 may also be pro- 
vided in that embodiment. In that case, the gap is con- 
tinually restored with that servo loop in response to 
each variation in its electrical property, and a servo 
loop output signal may then provide a measure of the 
infrared or other radiation. Additionally or alterna- 
tively, the tunneling tip 16 may be provided on a further 
beam which may, for instance, be similar and be con- 
trolled as that beam in FIG. 2. The component 534 in 
FIG. 7 and/or 610 in FIG. 9 may thus be such a further 
beam. 

By way of further example, piezoelectric or the elec- 
trostatic feedback and servo systems disclosed in con- 
nection with FIGS. 1 to 5 may also be provided or 
employed in the embodiments of FIGS. 7 to 9. In that 
case, an electrostatic electrode 334 (see FIGS. 4 and 5) 
may be provided at the tunneling electrode 515 or on 
the bubble 652, while an electrostatic counterelectrode 
for the servo system may be provided at the tunneling 
electrode 516 or enclosure part or central section 610. 

The force applied to the object or beam may be mod- 
ulated such that the position of the object or beam is 
modulated. This produces a modulation in the tunnel 
gap electrical properties. By comparing the force mod- 
ulation amplitude with the modulation amplitude of said 
electrical properties, a calibration of sensor sensitivity 
may be directly obtained. 

In practice, this modulation may be effected in the 
feedback loop and may be applied to the beams of 
FIGS. 1 to 5, to the electrically energized loop of FIG. 
6 , to the electrode 515 of FIG. 7 or to the bubble of 
FIGS. 8 and 9. By way of example, a modulation of the 
electric tunneling current 13 may be observed as the 
modulation of said electrical properties. 

An outstanding feature of this embodiment is that its 
performance is capable of reaching the fundamental 
limit. By way of background, a typical thermal detector 
has a temperature coefficient on order of 1 K.- 1 or 
smaller. For the radiation detectors herein disclosed, 
the combination of a relatively large thermal expansion 
of gasses at room temperature and the extreme sensitiv- 
ity of the tunnel transducer leads to a temperature coef- 
ficient as high as 10 4 K.- 1 . This large temperature coef- 
ficient plays an important role in reducing the contribu- 
tion from several noise sources to the sensitivity. In 
particular, the contribution to the noise equivalent 
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power (NEP) of the detector from shot noise in the 
transducer is as follows: 

leS^CH <» 

wherein: I is the tunneling current 13, e is charge of the 
electron, S is responsivity of the sensor in amperes per 
JO watt (W), G is the thermal conductance away from the 
fluid volume 552, C is the heat capacity of that fluid 
volume, cl> is the radiation signal frequency, and a is the 
temperature coefficient. The appearance of a in the 
denominator reduces the contribution of this noise 
15 source. 

In this respect, a well-known indicator of perfor- 
mance is the ratio of the square root of the area of fluid 
volume 552 and the above mentioned noise equivalent 
power (NEP). The ratio is known as Detectivity (D*). 
20 Embodiments of the invention provide Detectivities on 
the order of 10 10 cmHz*/W (area=l mm 2 , tem- 
perature =300 K., chopping frequencies from 10 Hz- 10 
kHz, infrared wavelengths from 1 mm to 2 /xm). This 
performance meets or exceeds that of all other mid-to- 
25 far infrared radiation detectors which operate at room 
temperature. 

The new uses of electron tunneling according to the 
subject invention provide an entirely new class of sen- 
3Q sors for acceleration or wave or radiant energy or mag- 
netic field measurement, particle detection and other 
responses or reactions to gravitational or inertial forces 
in space or various physical quantities. Preferred em- 
bodiments of the invention are characterized by order 
35 of magnitude improvements in sensor performance, low 
power consumption, and reduction of device size rela- 
tive to existing sensor technology, and increased ease 
and efficiency of manufacture. 

Moreover, the subject extensive disclosure will ren- 
40 der apparent or suggest to those skilled in the art numer- 
ous substitutions, modifications and alterations within 
the spirit and scope of the subject invention. 

We claim: 

1. A method of determining a. position of an object in 
45 space, comprising in combination the steps of: 

providing an electric tunneling current through a 
tunneling gap between an electrode and said object 
in space; 

determining a position of said object in space when 
50 providing said electric tunneling current through a 
tunneling gap between an electrode and said object 
in space; 

varying said gap with a force acting on said object by 
55 changing said object in position to induce a corre- 
sponding variation in an electrical property of said 
gap relating to said tunneling current; and 

determining the direction of said force relative to said 
object from said corresponding variation in said 
60 electrical property and thereby the changed posi- 
tion of said object in space. 

2. A method as in claim 1, including in combination 
the steps of: 

providing a constant current source; and 
65 deriving said electric tunneling current from said 
constant current source. 

3. A method as claimed in claim 2, including the steps 
of: 
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determining said first position by observing a voltage 
provided by said source upon flow of current when 
said gap has a quiescent value; 
deriving a determination of said changed position 
from a change in that voltage; and 5 

restoring said gap to its quiescent value in response to 
that change in voltage. 

4 . A method as claimed in claim 2, including the steps 

Of: 

providing a servo loop responding to a change in 10 
voltage caused by current from said source in re- 
sponse to each variation of said gap; 
restoring said gap with said servo loop in response to 
said change in voltage; and 

providing a servo loop output signal indicative of 15 
changes in position varying said gap. 

5 . A method as claimed in claim 2, including the step 
of: 

elastically suspending said object. 

6 . A method as claimed in claim 2 , including the steps 20 
of: 

elastically suspending said object; and 
restoring said elastically suspended object in position 
in response to said variation in said electrical prop- 
erty. 25 

7. A method as claimed in claim 2, wherein: 

said object is integral with an elastic beam restorable 
in position by a feedback signal upon deflection of 
said elastic beam; 

said elastic beam is deflected when changing said 30 
object in position to provide said variation in said 
electrical property; 

a feedback signal is derived from said variation in said 
electrical property; 

said deflected beam is restored in position with said 35 
derived feedback signal; and 
an output signal indicative of said change of said 
object in position is provided. 

8. A method as claimed in claim 2, including the steps 

of: 40 

integrating said object with an elastic beam; 
making said elastic beam deflectable by a feedback 
signal; 

deflecting said elastic beam when changing said ob- 
ject in position to provide said variation in said 45 
electrical property; 

providing a servo loop responding to a change in 
voltage caused by current from said source in re- 
sponse to the latter variation in said electrical prop- 
erty; 50 

deriving said feedback signal with said servo loop 
from said change in voltage; 
restoring said deflected beam in position with said 
derived feedback signal; and 
providing a servo loop output signal indicative of said 55 
change in position. 

9. A method as claimed in claim 2, wherein: 
said force is a gravitational force. 

10. A method as claimed in claim 2, wherein: 

said force is an inertial force. 60 

11. A method as claimed in claim 2 , wherein: 

said force is provided by impacting particles on said 
object. 

12. A method as claimed in claim 2, wherein: 

said force is provided by impacting wave energy on 65 
said object. 

13. A method as claimed in claim 12, wherein: 
said wave energy is radiant energy. 
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14. A method as claimed in claim 2, wherein: 

said force is provided by impacting acoustic energy 
on said object. 

15. A method as claimed in claim 2, wherein: 
said force is a magnetic force. 

16. A method as in claim 1, including in combination 
the steps of: 

providing a constant voltage source; and 
deriving said electric tunneling current from said 
constant voltage source. 

17. A method as claimed in claim 16, including the 
steps of: 

determining said first position by observing a voltage 
upon flow of current from said source when said 
gap has a quiescent value; 

deriving a determination of said changed position 
from a change in that voltage; and 
restoring said gap to its quiescent value in response to 
that change in voltage. 

18. A method as claimed in claim 16, including the 
steps of: 

providing a servo loop responding to a change in 
voltage caused by current from said source in re- 
sponse to each variation of said gap; 
restoring said gap with said servo loop in response to 
said change in voltage; and 
providing a servo loop output signal indicative of 
changes in position varying said gap. 

19. A method as claimed in claim 16, including the 
step of: 

elastically suspending said object. 

20. A method as claimed in claim 16, including the 
steps of: 

elastically suspending said object; and 
restoring said elastically suspended object in position 
in response to said variation in said electrical prop- 
erty. 

21. A method as claimed in claim 16, wherein: 

said object is integral with an elastic beam restorable 
in position by a feedback signal upon deflection of 
said elastic beam; 

said elastic beam is deflected when changing said 
object in position to provide said variation in said 
electrical property; 

a feedback signal is derived from said variation in said 
electrical property; 

said deflected beam is restored in position with said 
derived feedback signal; and 
an output signal indicative of said change of said 
object in position is provided. 

22. A method as claimed in claim 16, including the 
steps of: 

integrating said object with an elastic beam; 
making said elastic beam deflectable by a feedback 
signal; 

deflecting said elastic beam when changing said ob- 
ject in position to provide said variation in said 
electrical property; 

providing a servo loop responding to a change in . 
voltage caused by current from said source in re- 
sponse to the latter variation in said electrical prop- 
erty; 

deriving said feedback signal with said servo loop 
from said change in voltage; 
restoring said deflected beam in position with said 
derived feedback signal; and 
providing a servo loop output signal indicative of said 
change in position. 
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23. A method as claimed in claim 16, wherein: 
said force is a gravitational force. 

24. A method as claimed in claim 16, wherein: 
said force is an inertial force. 

25. A method as claimed in claim 16, wherein: 5 

said force is provided by impacting particles on said 

object. 

26. A method as claimed in claim 16, wherein: 

said force is provided by impacting wave energy on 
said object. 10 

27. A method as claimed in claim 26, wherein: 
said wave energy is radiant energy. 

28. A method as claimed in claim 16, wherein: 

said force is provided by impacting acoustic energy 
on said object. 15 

29. A method as claimed in claim 16, wherein: 
said force is a magnetic force. 

30. A method of determining a position of an object in 
space, comprising in combination the steps of: 

providing an elastic beam for suspending said object; 20 
making said elastic beam deflectable by an electro- 
static feedback signal; 

providing a tunneling gap between a tunneling tip 
and an electrode; 

connecting one of said tunneling tip and said elec- 25 
trode to said elastic beam; 

providing an electric tunneling current through said 
tunneling gap between said tunneling tip and said 
electrode; 

determining a position of said object in space when 30 
providing said electric tunneling current; 
deflecting said elastic beam with a force acting on 
said object by changing said object in position to 
provide a corresponding variation in an electrical 
property of said gap relating to said tunneling cur- 35 
rent; 

providing a servo loop responding to said variation in 
said electrical property; 

deriving said electrostatic feedback signal from the 
servo loop; 40 

restoring said deflected beam in position with said 
derived electrostatic feedback signal; 
providing a servo loop output signal indicative of said 
force; and 

determining the direction of said force relative to said 45 
object from said corresponding variation in said 
electrical property and thereby the changed posi- 
tion of said object in space. 

31. A method as in claim 30, wherein: 

said tunneling tip is provided on a second elastic 50 
beam. 

32. A method as in claim 30, wherein: 

said elastic beam is composed of two elastic beam 
structures having said one of said tunneling tip and 
said electrode located therebetween. 55 

33. A method as in claim 30, wherein: 
said beam is structured as a folded beam. 

34. A method as in claim 30, wherein: 

said elastic beam is composed of a pair of folded beam 
structures having said one of said tunneling tip and 60 
said electrode located therebetween. 

35. A method as claimed in claim 30, including the 
steps of: 

providing a constant current source for said electric 
tunneling current; 65 

responding with said servo loop to a change in volt- 
age caused by current from said source in response 
to each variation of said gap; and 
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effecting restoration of the position of said beam in 
response to said change in voltage. 

36. A method as claimed in claim 30, including the 
steps of: 

providing a constant voltage source for said electric 
tunneling current; 

responding with said servo loop to a change in volt- 
age caused by current from said source in response 
to each variation of said gap; and 
effecting restoration of the position of said beam in 
response to said change in voltage. 

37. A method as claimed in claim 30, wherein: 
said force is a gravitational force. 

38. A method as claimed in claim 30, wherein: 
said force is an inertial force. 

39. A method as claimed in claim 30, wherein: 

said force is provided by impacting particles on said 
object. 

40. A method as claimed in claim 30, wherein: 

said force is provided by impacting wave energy on 
said object. 

41. A method as claimed in claim 40, wherein: 
said wave energy is radiant energy. 

42. A method as claimed in claim 30, wherein: 

said force is provided by impacting acoustic energy 
on said object. 

43. A method as claimed in claim 30, wherein: 
said force is a magnetic force. 

44. A method as claimed in claim 1, wherein: 
said force is a gravitational force. 

45. A method as claimed in claim 1, wherein: 
said force is an inertial force. 

46. A method as claimed in claim 1, wherein: 

said force is provided by impacting particles on said 
object. 

47. A method as claimed in claim 1, wherein: 

said force is provided by impacting wave energy on 
said object. 

48. A method as claimed in claim 47, wherein: 
said wave energy is radiant energy. 

49. A method as claimed in claim 1, wherein: 

said force is provided by impacting acoustic energy 
on said object. 

50. A method as claimed in claim 1, wherein: 
said force is a magnetic force. 

51. Apparatus for determining a position of an object 
in space, comprising in combination: 

means for providing an electric tunneling current 
through a tunneling gap between an electrode and 
said object in space; 

means for determining a position of said object in 
space when providing said electric tunneling cur- 
rent through a tunneling gap between an electrode 
and said object in space; 

means for varying said gap with a force acting on said 
object by changing said object in position to induce 
a corresponding variation in an electrical property 
of said gap relating to said tunneling current; and 
means for determining the direction of said force 
relative to said object from said corresponding 
variation in said electrical property and thereby the 
changed position of said object in space. 

52. Apparatus as in claim 51, wherein: 

said means for providing said electric tunneling cur- 
rent through said tunneling gap include a constant 
current source. 

53. Apparatus as claimed in claim 52, wherein: 
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said means for determining said first position include 
means for sensing a voltage provided by said 
source upon flow of current when said gap has a 
quiescent value, means for deriving a determina- 
tion of said changed position from a change in that 5 
voltage, and means for restoring said gap to its 
quiescent value in response to that change in volt- 
age. 

54. Apparatus as claimed in claim 52, including: 
means including a servo loop responding to a change 10 

in voltage caused by current from said source in 
response to each variation of said gap; 
means connected to said servo loop for restoring said 
gap with said servo loop in response to said change 
in voltage; and 15 

means connected to said servo loop for providing a 
servo loop output signal indicative of changes in 
position varying said gap. 

55. Apparatus as claimed in claim 52, wherein: 

said object is elastically suspended; and 20 

said apparatus includes means for restoring said elasti- 
cally suspended object in position in response to 
said variation in said electrical property. 

56. Apparatus as claimed in claim 52, wherein: 

said force is a gravitational force. 25 

57. Apparatus as claimed in claim 52, wherein: 
said force is an inertial force. 

58. Apparatus as claimed in claim 52, including: 
means for providing said force by impacting particles 

on said object. 30 

59. Apparatus as claimed in claim 52, including: 
means for providing said force by impacting wave 

energy on said object. 

60. Apparatus as claimed in claim 59, wherein: 

said wave energy is radiant energy. 35 

61. Apparatus as claimed in claim 52, including: 
means for providing said force by impacting acoustic 

energy on said object. 

62. Apparatus as claimed in claim 52, wherein: 

said force is a magnetic force. 40 

63. Apparatus as claimed in claim 51, wherein: 
said force is a gravitational force. 

64. Apparatus as claimed in claim 51, wherein: 
said force is an inertial force. 

65. Apparatus as claimed in claim 51, including: 45 

means for providing said force by impacting particles 

on said object. 

66. Apparatus as claimed in claim 51, including: 
means for providing said force by impacting wave 

energy on said object. 50 

67. Apparatus as claimed in claim 66, wherein: 
said wave energy is radiant energy. 

68. Apparatus as claimed in claim 51, including: 
means for providing said force by impacting acoustic 

energy on said object. 55 

69. Apparatus as claimed in claim 51, wherein: 
said force is a magnetic force. 

70. Apparatus as in claim 51, wherein: 

said means for providing said electric tunneling cur- 
rent through said tunneling gap include a constant 60 
voltage source. 

71. Apparatus as claimed in claim 70, wherein: 

said means for determining said first position include 
means for sensing a voltage provided by said 
source upon flow of current when said gap has a 65 
quiescent value, means for deriving a determina- 
tion of said changed position from a change in that 
voltage, and means for restoring said gap to its 
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quiescent value in response to that change in volt- 
age. 

72. Apparatus as claimed in claim 70, including: 
means including a servo loop responding to a change 

in voltage caused by current from said source in 
response to each variation of said gap; 
means connected to said servo loop for restoring said 
gap with said servo loop in response to said change 
in voltage; and 

means connected to said servo loop for providing a 
servo loop output signal indicative of changes in 
position varying said gap. 

73. Apparatus as claimed in claim 70, wherein: 
means including a servo loop responding to a change 

in voltage caused by current from said source in 
response to each variation of said gap; 
means connected to said servo loop for restoring said 
gap with said servo loop in response to said change 
in voltage; and 

means connected to said servo loop for providing a 
servo loop output signal indicative of changes in 
position varying said gap. 

74. Apparatus as claimed in claim 70, wherein: 
said force is a gravitational force. 

75. Apparatus as claimed in claim 70, wherein: 
said force is an inertial force. 

76. Apparatus as claimed in claim 70, including: 
means for providing said force by impacting particles 

on said object. 

77. Apparatus as claimed in claim 70, including: 
means for providing said force by impacting wave 

energy on said object. 

78. Apparatus as claimed in claim 77, wherein: 
said wave energy is radiant energy. 

79. Apparatus as claimed in claim 70, including: 
means for providing said force by impacting acoustic 

energy on said object. 

80. Apparatus as claimed in claim 70, wherein: 
said force is a magnetic force. 

81. Apparatus for determining a position of an object 
in space, comprising in combination: 

an elastic beam suspending said object; 
means for deflecting said elastic beam with an elec- 
trostatic feedback signal; 

a tunneling tip, an electrode, and a tunneling gap 
between said tunneling tip and said electrode, one 
of said tunneling tip and said electrode connected 
to said elastic beam; 

means for providing an electric tunneling current 
through said tunneling gap between said tunneling 
tip and said electrode; 

means for determining a position of said object in 
space when providing said electric tunneling cur- 
rent; 

means for deflecting said elastic beam with a force 
acting on said object by changing said object in 
position to provide a corresponding variation in an 
electrical property of said gap relating to said tun- 
neling current; 

means including a servo loop responding to said vari- 
ation in said electrical property; 
means for deriving said electrostatic feedback signal 
from the servo loop; 

means connected to said means for deriving said elec- 
trostatic feedback signal and to said means for de- 
flecting said elastic beam, for restoring said de- 
flected beam in position with said derived electro- 
static feedback signal; 
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means connected to said servo loop for providing a 
servo loop output signal indicative of said force; 
and 

means for determining the direction of said force 
relative to said object from said corresponding 5 
variation in said electrical property and thereby the 
changed position of said object in space. 

82. Apparatus as in claim 81, including: 

a second elastic beam, said tunneling tip located on 
said second elastic beam. 10 

83. Apparatus as in claim 81, wherein: 

said elastic beam includes two elastic beam structures 
having said one of said tunneling tip and said elec- 
trode located therebetween. 

84. Apparatus as in claim 81, wherein: 15 

said beam is a folded beam. 

85. Apparatus as in claim 81, wherein: 

said elastic beam includes a pair of folded beam struc- 
tures having said one of said tunneling tip and said 
electrode located therebetween. 20 

86. Apparatus as claimed in claim 81, including: 

a constant current source for said electric tunneling 
current; 

said means including a servo loop include means for 
responding to a change in voltage caused by cur- 25 
rent from said source in response to each variation 
of said gap; and 

said means for restoring said deflected beam in posi- 
tion include means for effecting restoration of the 
position of said beam in response to said change in 30 
voltage. 


30 

87. Apparatus as claimed in claim 81, including: 

a constant voltage source for said electric tunneling 
current; 

a constant current source for said electric tunneling 
current; 

said means including a servo loop include means for 
responding to a change in voltage caused by cur- 
rent from said source in response to each variation 
of said gap; and 

said means for restoring said deflected beam in posi- 
tion include means for effecting restoration of the 
position of said beam in response to said change in 
voltage. 

88. Apparatus as claimed in claim 81, wherein: 
said force is a gravitational force. 

89. Apparatus as claimed in claim 81, wherein: 
said force is an inertial force. 

90. Apparatus as claimed in claim 81, including: 
means for providing said force by impacting particles 

on said object. 

91. Apparatus as claimed in claim 81, including: 
means for providing said force by impacting wave 

energy on said object. 

92. Apparatus as claimed in claim 91, wherein: 
said wave energy is radiant energy. 

93. Apparatus as claimed in claim 81, including: 
means for providing said force by impacting acoustic 

energy on said object. 

94. Apparatus as claimed in claim 81, wherein: 

said force is a magnetic force. 

* * * * * 
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